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Abstract

Background: Flow diverters (FDs) are widely used in the treatment of intracranial aneurysms, but the required
medication increases the risk of haemorrhagic complications and limits their use in the acute setting. Surface
modified FDs may limit the need for dual antiplatelet therapy (DAPT). Hydrophilic polymer coating (HPC) may
reduce the need of medication.

Methods: This explorative study, approved by the local authorities and the local welfare committee, compared
stent behaviour and overall tissue response between HPC-coated FDs and uncoated FDs, both implanted into the
common carotid arteries of eight New Zealand white rabbits. Endothelialisation, inflammatory response, and performance
during implantation were assessed. Angiographic follow-up was performed to observe the patency of the devices after
implantation and after 30 days. Histological examinations were performed at 30 days to assess foreign body reaction and
endothelialisation. Kruskal-Wallis and Wilcoxon tests were used to compare non-parametric variables.

Results: Angiography showed that both coated and uncoated FDs performed well during implantation. All
devices remained patent during immediate follow-up and after 30 days. Histopathology showed no significant
difference in inflammation within the vessel wall between the two cohorts (2.12 ± 0.75 vs. 1.96 ± 0.79, p =
0.7072). Complete endothelialisation of the stent struts was seen with very similar (0.04 ± 0.02 mm vs. 0.04 ±
0.03 mm, p = 0.892) neoendothelial thickness between the two cohorts after 30 days.

Conclusion: Taking into account the limitation in sample size, non-significant differences between the HPC-
coated and uncoated FDs regarding implantation, foreign body response, and endothelialisation were found.

Keywords: Carotid artery (common), Foreign-body reaction, Flow diverter, Intracranial aneurysm, Polymers,
Stents

Key points

� A hydrophilic coating can be applied to flow
diverters.

� The hydrophilic polymer coating (HPC) coating
does not elicit an acute inflammatory response.

� The HPC coating does not alter the
endothelialisation process.

Background
The introduction of flow diverter (FD) stents allowed
the treatment of aneurysms that were previously difficult
to treat or untreatable. Aneurysms are excluded through
a gradual process of intra-aneurysmal thrombosis and
endothelialisation along the strands of the device [1]. In
2013, the Pipeline for Uncoilable or Failed Aneurysms
trial [2] showed a 6-month occlusion rate of 73.6% (78/
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106) with progressive aneurysm occlusion, reaching 95%
(60/63) at 5-year follow-up [3]. Although this trial spe-
cifically used the pipeline embolisation device (PED;
Medtronic, Irvine, CA, USA), similar results have been
obtained using other devices [4, 5].
One of the principle concerns when using endovascu-

lar stents and FDs is the need for dual antiplatelet ther-
apy (DAPT). This is necessary in order to prevent
thromboembolic complications. However, there is natur-
ally an increased haemorrhagic risk. Ajadi et al. [6] re-
cently performed a meta-analysis on studies published
between 2013 and 2018 to determine the predictive
value of the preoperative platelet reactivity units (PRU).
They identified 12 studies that met the study criteria in-
cluding data from 1464 PED cases and demonstrated
that preprocedural hypo-response, defined as a PRU ran-
ging from > 200 to > 240, carried an increased risk of
thrombotic events with an absolute risk of 15%. Con-
versely, a hyper-response, defined as PRU < 60 to < 70,
conferred an increased risk of haemorrhage with an ab-
solute risk of 12%. In addition to the problems of pre-
dictability in response to antiplatelet medications, drug
interactions can also interfere with the activity of these
medications [7].
Similar to drug eluting stents that have been used in

the cardiology and peripheral endovascular space for
many years, surface coated stents have recently been de-
veloped for the neurovascular arena. These surface coat-
ings are being designed to limit the necessity for DAPT
and the thrombotic potential of the implants. The first
of these devices was the PED Shield (Medtronic, Irvine,
CA, USA), a device with a 3-nm-thick covalently bound
phosphorylcholine surface modification. Phosphorylcho-
line is a major component of the outer membrane of
erythrocytes and has demonstrated efficacy in resisting
platelet adhesion as well as intimal hyperplasia [8–10].
The phenox hydrophylic polymer coating (pHPC) is a
proprietary coating technology developed by phenox
GmbH (Bochum, Germany), which also shows antith-
rombogenic properties when applied nitinol surfaces.
The purpose of this explorative study was to assess the
effects of implantation of the p48 movable wire (MW)
HPC in the rabbit carotid artery model compared with a
similar uncoated device, the p48 MW, with regard to
implantation, overall tissue response, inflammation,
healing and neointima formation.

Methods
The study was approved by the local authorities and the
local welfare committee and was performed under the li-
cence number 07/14. Sample sizes where chosen accord-
ing to fit the requirements of EN ISO10993-6 (Tests for
local effects after implantation) (https://www.iso.org/
standard/61089.html) in order to fit the requirements of

our notified body. Overall a comparative study with un-
coated and coated devices was performed in 8 New Zea-
land white rabbits for 30 days. The study period was
chosen to assess foreign body reaction and ingrowth at
an early stage.

Animal experiments and premedication
Eight New Zealand white rabbits, of similar age (20 ± 4
weeks, mean ± standard deviation) and weight (4.125 ±
0.45 kg, mean ± standard deviation; range 3.4–4.8 kg), were
given acetylsalicylic acid (10mg/kg/day) and clopidogrel
(10mg/kg/day), via their drinking water. All animals re-
ceived the DAPT starting 3 days prior to the procedures.
The supra-aortic vessels of the rabbit were of a suit-

able calibre for the deployment of the p48 FD as well as
having a similar calibre to typical intracranial vessels
treated with flow diversion in humans. In addition, this
animal model has been extensively used in the assess-
ment of neurovascular devices previously and is a widely
accepted model [11]. Previous studies have tested HPC
in different animal species [12].

Stent implant procedure
All procedures were performed with the animals under
general anaesthesia with Ketamin (60 mg/kg)/Rompun
2% (6mg/kg) IM and maintenance with Ketamin (60
mg/kg)/Rompun 2% (6 mg/kg) in 10mL NaCl at a flow-
rate of 2.5 mL/h via the ear vein. After surgical exposure
of the right common femoral artery a 4Fr introducer
sheath was inserted. Digital subtraction angiography of
the common carotid arteries (CCAs) was performed with
a 4Fr vertebral catheter (Glidecath, Terumo Europe,
Leuven, Belgium). All the procedures were conducted
under fluoroscopy and DSA by means of a single-arm
angiographic system in posterior-anterior projection at
two frames per second (Ziehm Vision imaging, Nurem-
berg, Germany). Prior to selective catheterisation and
stent implantation the animals were fully heparinised to
achieve an activated clotting time (2–2.5 times normal).
A combination of 0.014 in. pORTAL microwire (Phenox
GmbH, Bochum, Germany) and 0.021-in. Trevo Pro 18
microcatheter (Stryker, Kalamazoo, USA) or Prowler Se-
lect plus (Codman Neurovascular, West Chester, USA)
was used to access the CCAs where deployment of the
p48 MW and p48 MW HPC devices was performed.
Acetylsalicylic acid and clopidogrel were continuously
provided for the time until final angiography and sacri-
fice and are applied by the drinking water.

Stent characteristics
The p48 MW FD is constructed from 48 braided drawn
filled tubes (DFT) with each DFT strand constructed
from a platinum filled nitinol tube. For p48 MW HPC,
each DFT strand is coated with pHPC. The delivery
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system has a central, independently moveable wire and
is compatible with 0.021-in. inner diameter (ID) micro-
catheters. The movable inner wire is made of nitinol
with an atraumatic distal tip to prevent rupture. The p48
MW and p48 MW HPC is available in different sizes
and is designed to treat vessels between 1.75 and 3mm.

HPC surface coating
The pHPC surface coating is a hydrophilic surface modi-
fication with antithrombogenic properties. Recently, two
stent devices with this coating received the CE mark
(pCONUS HPC and p48 MW HPC, phenox GmbH,
Bochum, Germany). The coating is less than 12-nm thin,
dense (as determined by x-ray photoelectron spectros-
copy analysis) and covalently bound to the surface.
The thin nature of the coating does not affect the

mechanical properties of the DFT strands or the device
as a whole.
In vitro testing showed a significant reduction in the

adherence of immunofluorescent CD61+ platelets on
pHPC coated electropolished nitinol test plates and
braided devices when incubated with whole blood from
healthy volunteers compared with uncoated ones. Scan-
ning electron microscopy demonstrated minimal adher-
ent platelets on the coated test plates and FDs whereas a
thick layer of adherent platelets was seen on uncoated
specimen [13].
Previous in vivo studies have shown that the HPC does

not affect the neoendothelialisation of the pCONUS
neck bridging device in rabbits nor does it elicit either
an acute or chronic inflammatory reaction within the
vessel wall nor intima hyperplasia was observed when
assessed at 30 and 180 days, respectively [14].

Implant location and stent sizing
In each animal the uncoated p48 MW was implanted
into the left CCA and the coated p48 MW HPC was im-
planted into the right CCA. The size of the implanted
device was based upon the maximum diameter of the
CCA at the site of the planned implantation on either
side. The size of each device was calculated based on the
two-dimensional angiographic imaging. The same size
p48 MW HPC and p48 MW was implanted in each ani-
mal. In total, four p48 MW HPC 300-15, four p48 MW
300-15, four p48 MW HPC 200-12, and four p48 MW
200-12 were implanted.

Angiographic follow-up
Control angiography was performed following implant-
ation of the devices and 30 days after implantation. Se-
lective angiography at final follow-up, using a 4Fr
vertebral catheter, was performed via arteriotomy of the
left common femoral artery.

Harvest and gross imaging
Euthanasia by pentobarbital (Narcoren, Merial GmbH,
Hallbergmoos, Germany) overdose (6–8mL) was per-
formed at 30 days whilst the animals were under anaesthe-
sia with Ketamin (60mg/kg)/Rompun 2% (6mg/kg) in 10
mL NaCl at a flow rate of 2.5 mL/h via the ear vein. Each
of the arterial segments in which either a p48 MW or p48
MW HPC were implanted were surgically resected and
then fixed in 10% formaldehyde following which they were
photographed and radiographed using a LX-60 cabinet
radiography system (Faxitron, AZ, USA).

Histological preparation and morphological assessment
After gross imaging, the excised arterial segments were
dehydrated in a graded series of ethanol following which
they were embedded in Spurr’s epoxy resin. After poly-
merisation, transverse sections from the proximal, mid-
dle, and distal third of each device shaft were removed
and the cross sections adhered to plastic slides. The
slides were prepared to a thickness of < 100 μ (Exakt,
Oklahoma City, USA). After polishing of the slides they
were stained with haematoxylin and eosin.

Histiological assessment
An independent, experienced observer (CV Path, Gai-
thersburg, MD, USA) used digital planimetry with a cali-
brated camera to perform the morphometric analysis.
The morphometric analysis included an assessment of
the luminal area of the vessel, the area of the internal
elastic laminae (IEL) and external elastic lamina (EEL)
and the neointimal thickness which was measured as the
distance from the IEL to luminal border. Semiquantita-
tive data including medial fibrin and calcification depos-
ition, inflammatory cell invasion into the media and
adventitia, and the thickness of the adventitia were re-
corded (Table 1). The inflammation score was based on
both the extent and the significance of inflammatory cell
infiltration within each layer of the vessel wall (adventi-
tia, media, and neointima). Final inflammatory scores
were determined using the scale in Table 2. The giant
cell reaction was recorded using the same scale.
An independent pathologist (CV Path, Gaithersburg,

MD, USA), blinded to the coating status of the p48
MW, performed the histopathological analysis. All slides
and prepared stent sections were examined by light mi-
croscopy (× 20 as the maximum magnification). The
presence of giant cells and granulomas on the stent
struts was assessed and calculated as a percentage.
The media area (EEL area minus IEL area), neointimal

area (IEL minus luminal are) and percent luminal sten-
osis (1 − [luminal area/IEL area] × 100) were also
calculated.
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Statistics
Normal or near-normal data distributions were expressed
as mean ± standard deviation. Paired t test comparisons
were used to calculate the significance of differences be-
tween continuous variables of all parametric data using
JMP software (version 13.0, Cary, NC). Nonparametric
score data, including injury, fibrin (Table 1), and neointi-
mal and adventitial inflammation were compared using a
Wilcoxon test (JMP software version 13.0). A p value
lower than 0.05 was considered significant.

Results
Clinical findings initially after implantation and after 30
days
Implantation of all devices was successful; all implants
were fully expanded, with no in-stent stenosis and no
thrombus formation visible. There was no angiographic
evidence of impaired blood flow. All animals survived
until the end of the study (30 days). Angiography at 30-
day follow-up showed both implants fully expanded with
no in-stent stenosis, no visible thrombus formation and
the unimpeded blood flow in all vessels.
Figure 1 shows the angiographic results of one animal,

with p48 MW 200-12 in the left CCA and p48 MW
HPC 200-12 in the right CCA, initially after implant-
ation and at 30-day follow-up. In total, 16 stents and as-
sociated CCAs were available for morphological and
histological analysis. On gross evaluation, there was no
evidence of obvious abnormality (Fig. 2). Examples of
Faxitron imaging of implanted p48 MW and p48 MW
HPC are shown in Fig. 3.

Morphological and histological analysis
The morphometric findings between the two groups
were similar. There was no statistically significant differ-
ence between the luminal area of the vessel, IEL, or EEL
area, neointimal area or neointimal thickness. Import-
antly, there was no evidence of a statistically significant
difference in the degree of stenosis between the p48
MW and p48 MW HPC (Fig. 4). The results are sum-
marised in Table 3.
There was no evidence of greater inflammation within

the intima, media or adventitia between the two groups.
There was no evidence of a statistically different inflam-
mation score between the two groups or of a greater
number of giant cells. Neointimal coverage appeared to
be complete in both cohorts. The results are sum-
marised in Table 4.
At histological analysis, all devices were well expanded

without evidence of luminal thrombosis, although some
sections showed postmortem clots, likely from incom-
plete washout of blood. All devices were fully incorpo-
rated by a smooth-muscle cell rich neointima and
stenosis values were minimal and similar between test

Table 1 Semiquantitative histology scores
Attribute Score Description of assigned score

Injury score 0 No injury

1 < 25% of the vessel circumference showing
disruption of the EEL, IEL, or media respectively

2 25–50% of the vessel circumference showing
disruption of the EEL, IEL, or media respectively

3 > 50% of the vessel circumference showing
disruption of the EEL, IEL, or media respectively

Thrombus
(platelets/fibrin)

0 None

1 Minimal focal

2 Mild multifocal

3 Moderate regionally diffuse

4 Severe marked diffuse total occlusion

Neointimal/medial
fibrin deposition

0 None to focal interstitial fibrin minimal spotting
of fibrin generally consistent with background
levels

1 < 10% of circumference showing interstitial
fibrin

2 10–25% of circumference showing interstitial
fibrin

3 > 25% of the circumference showing interstitial
fibrin

Red blood cell
extravasation score

0 No red blood cell extravasation

1 < 25% red blood cell extravasation

2 25–50% red blood cell extravasation showing
disruption of the EEL, IEL, and media,
respectively

3 > 50% red blood cell extravasation

Calcification 0 None

1 Focal with < 10% of the region affected

2 Multifocal with 10–25% of the region affected

3 Regionally diffuse with 26–30% of the region
affected

4 Regionally diffuse with > 30% of the region
affected

Endothelial loss 0 None

1 < 25% of the circumference

2 25–50% of the circumference

3 51–75% of the circumference

4 > 75% of the circumference

Adventitial
inflammation score

0 No inflammation to minimal interspersed
inflammatory cells

1 Mild peripheral inflammatory infiltration or
focally moderated in < 25% of adventitial area

2 Moderate peripheral inflammatory infiltration or
focally marked in 25–50% of adventitial area

3 Heavy peripheral inflammatory infiltration or
focally marked in > 50% of adventitial area

Vessel wall injury was defined as a break in the arterial wall structures:
external elastic lamina (EEL); internal elastic lamina (IEL); media. Neointimal
fibrin deposition was defined as interstitial fibrin with or without associated
stent mesh
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(p48 MW HPC, 13.76 ± 2.79, mean ± standard deviation)
and control (uncoated p48 MW= 14.31 ± 4.30, p =
0.766). There was no/minimal fibrin and no evidence of
haemorrhage or calcification. The majority of devices, ir-
respective of the coating showed circumferential to near
circumferential mild to moderate chronic inflammation
nearest the mesh, including giant cells (inflammation
scores: p48 MW HPC, 2.12 ± 0.75; uncoated p48 MW,
14.31 ± 4.30, p = 0.707). Endothelial coverage over lu-
minal surfaces was mostly complete (Fig. 3).

Discussion
The purpose of this explorative study was to demon-
strate the similarity of the p48 MW HPC FD compared
with the uncoated p48 MW FD with regard to overall

tissue response, inflammation, healing and neointima
formation.
Following the injury to the arterial wall after stent de-

ployment, there is a triphasic cellular response [15–17].
This initially involves platelet activation and an inflam-
matory response, followed by granulation tissue and the
migration and proliferation of smooth cells and finally
tissue remodelling. This process on endothelialisation
can take up to 6 weeks. Various different processes are
involved in the eventual endothelialisation and repair of
the vessel wall with much of the information on the tis-
sue response derived from studies involving coronary ar-
teries [18–21].
It is known from previous studies assessing pHPC, that

this coating technology has strong antithrombogenic
properties on braided wire constructs, such as FD stents,
as well as laser cut stents in vitro [12–14].
First of all, the described antithrombogenic effect of

pHPC could not be observed in vivo in this study, due to
the lack of a negative control. The administered DAPT
did efficiently prevent thrombus formation on the un-
coated p48 MW. However, Colgan et al. [22] published
the first in man case of a p48 MW HPC. They reported
the use of two telescoped p48 MW HPCs to treat a pa-
tient with a subarachnoid haemorrhage secondary to a
vertebral artery dissection. In this case single antiplatelet
therapy (SAPT) was used and there was no evidence of
stent thrombosis or stroke. The patient made a complete
recovery. Further clinical studies are currently on going.

Fig. 1 Exemplary angiographic results of animal 5, with p48 MW 200-12 implanted into the left (a) and p48 MW HPC-200-12 into the right
carotid common artery (c), initially after implantation (a, b and c) and at 30-day follow-up (d and e). Both stents remain well opposed to the
vessel wall with no evidence of stent migration or constriction (d). No in-stent stenosis, no thrombus formation and no obstruction of the blood
flow is visible (d and e)

Table 2 Inflammation severity score

Severity Circumferential extension

< 25% > 25–50% > 50–70% > 75%

0 0 0 0 0

1 1 1 1 1

2 1 1 2 2

3 2 2 3 4

4 2 3 4 4

Severity was defined as: 0 = no inflammation; 1 = rare inflammatory cells
present; 2 =mild infiltrate, not being the predominant component of the
associated tissue; 3 =moderate infiltrate; 4 = severe circumferential infiltrate
(circumferential or near circumferential)
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It is known from other surface modified FDs on the
market, that the development of the neointima can be
influenced by the device surface quality. In a recent
study by Matsuda et al. [23], the neointima formation on
the surface of the PED Shield was compared with that
on the surface of the PED Flex and Solitaire (Medtronic).
In this in vivo study, the devices were implanted into the
carotid arteries of pigs and the development of

neointima was assessed using optical coherence tomog-
raphy. These authors showed that there was a trend to-
wards earlier endothelialisation on the PED Shield and
that by day 21 the neointimal ratio ([mean stent area
minus mean lumen area]/mean stent area) was signifi-
cantly higher for both the PED Flex and PED Shield than
for the Solitaire (p < 0.05 and p < 0.01, respectively).
Similarly, the neointimal thickness ratio (minimal

Fig. 2 On gross evaluation (animal 1), there was no evidence of abnormality with either the flow diverter stents or the resected vessels

Fig. 3 Faxitron images of the flow diverter stents in the left (p48 MW) and right (p48 MW HPC) rabbit common carotid arteries of animal 1. Both
devices are evenly expanded with no evidence of mesh fractures. The caudal end of the common carotid artery and stent is at the top of
the image
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neointimal thickness/maximum neointimal thickness)
was significantly greater for PED Shield than for PED
Flex and Solitaire (p < 0.05 and p < 0.01, respectively).
These results suggest that the PED Shield is associated
with greater neointimal formation and more concentric
neointimal formation compared with the other devices
tested and hence that surface modifications to FDs and
stents may alter the tissue response.
Given the nature of the pHPC and its ability to inhibit

thrombocyte adhesion, it is not inconceivable that this
same property may inhibit endothelial cell adhesion and
proliferation. Therefore, one big question of the current
study was whether pHPC influences the endothelialisa-
tion and neointima formation on coated devices com-
pared with uncoated ones. Our results suggest that, even
after only 30 days, both devices were equally well

covered with neointima. This indicates the noninterfer-
ence of pHPC with endothelial cell proliferation. These
in vivo results demonstrate that neither p48 MW nor
p48 MW HPC elicit an acute inflammatory response or
an acute fibrotic reaction. Also there was no evidence to
suggest neoendothelialisation of the p48 MW HPC oc-
curred at a different rate to the uncoated p48 MW.
Several limitations and the translation into clinical

practice need to be considered carefully. The follow-up
period (30 days) was too short to observe acute body re-
actions and the early endothelialisation, but a previous
study [14] did not show a chronic inflammatory re-
sponse within the arterial wall on delayed histological as-
sessment at 180 days. Similarly, FDs are designed to
treat aneurysms and so the interaction of the p48 MW
HPC with developing intra-aneurysmal thrombus is

Fig. 4 Histological samples from animal 4 show good apposition of the p48 MW HPC with the arterial wall (a) with the braided wires of the
device (b, white arrow) covered by a thin neointimal layer (b, black arrowheads). The p48 MW has a similar appearance within the vessel (c) as
well as at higher power magnification (d) with a thin neointimal layer seen (d, black arrowheads)

Table 3 Morphometric comparison of cross-sectional vessel areas and neointimal thickness

Implant group EEL area
(mm2)

IEL area
(mm2)

Lumen area
(mm2)

Medial area
(mm2)

Neointimal area
(mm2)

Stenosis
(%)

Neointimal thickness
(mm)

p48 MW HPC (n = 8) 5.97 ± 0.64 5.55 ± 0.58 4.78 ± 0.51 0.42 ± 0.08 0.77 ± 0.19 13.76 ± 2.79 0.04 ± 0.02

Uncoated P48 MW (n = 8) 5.73 ± 0.86 5.30 ± 0.84 4.55 ± 0.79 0.43 ± 0.06 0.75 ± 0.24 14.31 ± 4.30 0.04 ± 0.03

p value 0.526 0.501 0.499 0.936 0.865 0.766 0.892

Data are presented as mean ± standard deviation. EEL External elastic lamina, IEL Internal elastic lamina
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unknown. Furthermore, as coils are sometimes used as
adjunctive devices when coiling is performed the inter-
action between coils, particularly coils that are not bare
platinum, is unknown. Larger cohorts with longer
follow-up periods are required. Furthermore, studies
assessing the thrombogenicity of these devices under
SAPT use should also be performed.
In conclusion, we showed through an in vivo study on

animal model that the p48 MW HPC FD stent does not
elicit an acute inflammatory response greater or signifi-
cantly different from that of the uncoated p48 MW FD
stent.
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